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Scott S. Schaus and Eric R. Henderson
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ABSTRACT As atomic force microscopy (AFM) imaging of live specimens becomes more commonplace, at least two
important questions arise: 1) do live specimens remain viable during and after AFM, and 2) is there transfer of membrane
components from the cell to the AFM probe during probe-membrane interactions? We imaged live XR1 glial cells in culture
by single- or dual-pass contact or tapping-mode AFM, examined cell viability at various postimaging times, and report that
AFM-imaged live XR1 cells remained viable up to 48 h postimaging and that cell death rates did not increase. To determine
if nonlethal, transient interactions between the AFM probe and cell membrane led to transfer of XR1 cell membrane
phospholipid components on the probe, we treated the scanned probes with the lipid-binding fluorophore FM 1-43. Confocal
microscopy revealed that phospholipid membrane components did accumulate on the probe, and to a generally greater
extent during contact-mode imaging than during tapping-mode imaging. Moreover, membrane accumulations on the probe
were greater when live XR1 cells were damaged or perturbed, yet membrane did not accumulate in fluorescently detectable
quantities during repeated "force curves" during control experiments. Taken together, our data indicate that although AFM
imaging of live cells in culture does not affect long-term cell viability, there are substantial probe-membrane interactions that
lead to transfer of membrane components to the probe.
INTRODUCTION
In the decade after the first report of the atomic force
microscope (AFM) (Binnig et al., 1986), great excitement
has surrounded its biological applications, especially to
living specimens. Topographic data and submicron resolu-
tion from the AFM provide advantages over traditional light
microscopy techniques and have led to novel images of live
specimens, of varied subcellular structures and components,
and of biological processes in living cells. Examples of such
AFM images include, but are not limited to cell surface
morphology (Barbee et al., 1994, 1995; Beckmann et al.,
1994; Hoh and Schoenenberger, 1994; Horber et al., 1992;
Kasas et al., 1993; Oberleithner et al., 1994), the cytoskel-
eton and cytoskeletal elements (Braunstein and Spudich,
1994; Chang et al., 1993; Henderson et al., 1992; Lal et al.,
1995; Parpura et al., 1993), cell migration and locomotion
(Fritz et al., 1994; Oberleithner et al., 1993), organelles and
organelle movement (Braunstein and Spudich, 1994; Fritz
et al., 1994; Schoenenberger and Hoh, 1994), platelet acti-
vation (Fritz et al., 1994), cell volume (Schwab et al., 1995),
micromechanical changes in cell membranes (Hoh and
Schoenenberger, 1994; Shroff et al., 1995), viral budding
(Haberle et al., 1992), secretory structures (Schneider et al.,
1997; Spudich and Braunstein, 1995), neuron differentiation
(Bonfiglio et al., 1995), and neurite outgrowth (Lal et al.,
1995).
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During AFM imaging, a sharp stylus (tip) is scanned in an
x-y raster pattern over the sample, and a feedback control
circuit adjusts the stylus in the z axis to maintain either a
constant vertical applied force (constant force mode), a
constant height (constant height mode), or constant ampli-
tude damping (tapping mode). The stylus may have contin-
uous, intermittent, or no direct contact with the specimen
surface during imaging (contact, tapping, and noncontact
modes, respectively), and, to date, all interpretable images
of living cellular specimens have been acquired in either the
continuous or intermittent contact modes. Because there is
direct contact between the stylus and the specimen sur-
face(s) in these modes, understanding the effects of probe-
specimen surface interactions on specimen viability is of
primary importance for AFM imaging of living biological
specimens.
Recently, many groups have begun to elucidate the bio-
physical and biomechanical interactions between the stylus
and phospholipid membranes in both whole-cell and artifi-
cial membrane systems (Horper et al., 1995; Putman et al.,
1994; Radmacher et al., 1995; Raedler et al., 1995; Ricci
and Grattarola, 1994; Shroff et al., 1995; Tao et al., 1992),
yet there have been only two reports of specific cell viability
assays (trypan blue exclusion; Le Grimellec et al., 1994;
Schneider et al., 1997). However, AFM imaging of living
cells has been conducted over relatively long periods of
time (up to 44 h; Hoh and Schoenenberger, 1994), with
accompanying morphological and physiological evidences
of cell viability and normal functioning, including lamelli-
podial advancement and retraction, neurite outgrowth, or-
ganelle movements, and platelet activation (referenced
above).
Previous research in our laboratory (Henderson et al.,
1992) and from the Gaub group (Fritz et al., 1994) has led
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to three hypotheses about the interactions between the in-
tegrated AFM stylus and cell membranes during AFM im-
aging of live cells. One postulate states that the vertical
applied force (applied load) from the scanned probe stylus
causes the membrane to "drape" over the relatively rigid
subcellular structures during the imaging process, thus re-
vealing these structures. A second hypothesis asserts that
the stylus penetrates the cell membrane and directly con-
tacts subcellular structures during imaging. The entropic
repulsion model suggested by Fritz et al. proposes that the
entropy elasticity of the cell surface glycocalyx could give
rise to a short-range repulsive force between the tip and cell
surface, lowering the net force between the tip and mem-
brane and limiting lateral resolution at low imaging forces.
The repulsive force could be overcome by increasing the
applied load, permitting the tip to contact the cell mem-
brane. Each of these proposed tip-membrane mechanisms
could result in transient or permanent damage to the primary
selective barrier of the cell, the cell membrane.
Favorable evidence for the "draping" model has recently
been provided by Haydon et al. (1996), who report that an
intracellularly loaded fluorophore does not escape into the
surrounding medium, provided relatively blunt AFM probes
and epifluorescence microscopy are used. We elected to
take a complementary approach and hypothesize that if the
AFM stylus truly disrupts or penetrates the cell membrane,
small fluorophores that otherwise would be excluded from
the cell may be able to enter the cell by diffusion. Provided
these fluorophores are nonfluorescent extracellularly and
become fluorescently activated or enhanced intracellularly,
epifluorescence microscopy could be used to indirectly de-
tect AFM stylus penetration or disruption of the cell mem-
brane. Even if the cell membrane is disrupted transiently
during AFM imaging but is undetectable by our assay, we
postulate that the cell membrane suffers no permanent struc-
tural or functional damage and thus AFM imaged cells
should remain viable in culture. Finally, because the stylus
usually contacts the cell membrane during AFM imaging,
we predict that membrane components could accumulate on
the stylus in fluorescently detectable quantities.
As a first approach to answering these fundamental ques-
tions, we used a two-component fluorophore assay to pro-
vide evidence that single- and dual-pass scanning in both
contact or tapping mode AFM have no deleterious effects
on cultured XRI glial cell viability for up to 48 h postim-
aging. This viability assay is based on intact biochemical
processes required to activate the calcein-AM fluorophore
and on the cell membrane-dependent exclusion of the DNA-
binding ethidium homodimer-l fluorophore. Although
long-term cell viability was not compromised, we found
that cellular lipid-based membrane components do accumu-
late on the probe during the AFM imaging process, indicat-
ing direct physicochemical interactions between the AFM
probe and the glial cell membrane. Moreover, our data
provide preliminary evidence that tapping-mode imaging is
qualitatively reduced accumulations of membrane compo-
nents on the imaging probe.
MATERIALS AND METHODS
XRI cells
XR1 glial cells (Xenopus laevis retinal neuroepithelium) were grown in
culture according to the protocol of Sakaguchi (Sakaguchi and Henderson,
1993; Sakaguchi et al., 1989). Confluent cell cultures were harvested by
trypsin treatment for 10 min, and the cell suspensions were centrifuged at
2800 X g for 10 min. After the supematant was discarded, the pellet was
resuspended in an appropriate volume of culture media (60% L15, Sigma,
St. Louis, MO; 10% fetal calf serum, Upstate Biotechnology, Lake Placid,
NY; Xenopus embryo extract) to bring the cell concentration to -106
cells/ml. A 5-,ul aliquot of the cell suspension was added to a culture dish
(custom made and ECL-treated, see below) containing 700 ,ul of culture
medium. The dish was gently agitated, covered, and incubated at ambient
conditions. All experiments were done on cultures 18-24 h after plating.
Culture dish preparation
Custom culture dishes were needed to observe cells simultaneously with
coaxial AFM and light microscopy. Briefly, a centered, 25-mm hole was
cut into the bottom of a standard 60-mm polystyrene culture dish (09-753-
52A; Fisher), and a detergent-washed, Dasag glass coverslip (no. 1.5,
30-mm round; Fisher) was bonded to the underside of the dish by a
continuous bead of Sylgard 182 (ET033384; Dow-Coming) deposited
around the perimeter of the centered hole. Overnight incubation at 60°C
cured the Sylgard and formed a watertight seal between the dish and the
glass coverslip. The resulting built-in basin facilitated cell washing as well
as media containment during AFM scanning, and the thin glass coverslip
permitted examination of the cells by transmitted light and epifluorescence
microscopy with high-magnification, short-working-distance objectives.
Before cells were plated in the custom-made culture dishes, two addi-
tional preparations were carried out. First, two or three 50-mesh EM
locator grids were glued to the bottom of the glass coverslip with Formvar
(4% v:v in 1 N 1,2- dichloroethane). Second, to facilitate cell spreading and
growth, the culture surface of the glass coverslip was treated with ECL
(entactin, collagen IV, laminin; Upstate Biotechnology; 50 iLg/ml in 60%
LI5) and incubated overnight at 4'C. Immediately before a cell suspension
aliquot was deposited, the ECL solution was aspirated from the dishes and
700 ,ul of sterile culture media was added. Unused ECL-treated dishes
received 200 ,A of sterile phosphate-buffered saline, were stored at 4°C,
and were used within 7 days of ECL treatment.
Atomic force microscopy
A NanoScope Ill BioScope (Digital Instruments, Santa Barbara, CA)
equipped with a "G" scanner (106 X 106 X 5 ,tm, x, y, z scan range) was
used for all AFM imaging experiments. The BioScope combines features
of a standard AFM with those of an inverted optical microscope and thus
provides for coaxial observation of the sample (Vesenka et al., 1995). AFM
scanning occurred over the nonadherent surfaces ("top") of the specimen,
and light microscopy from the adherent side ("bottom") of the specimen
was used. During this study epifluorescence microscopy, transmitted light
microscopy, and confocal scanning laser microscopy (CSLM) were used;
however, epifluorescence microscopy and CSLM were not used simulta-
neously with AFM during these experiments.
Immediately before AFM imaging, cell cultures were washed three
times with 500 ,ul of sterile 60% L15. In the initial experiments, 350-400
,A of 2x calcein-AM and 350-400 Al of 2X ethidium homodimer-I were
added as the imaging medium. Unfortunately, the calcein fluorophore of
the LIVE/DEAD assay (see below) caused deleterious photodynamic ef-
fects; thus the protocol was modified so that imaging occurred in either 1)
generally less invasive than contact mode, as indicated by
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ethidium homodimer-I in 60% L15. Suitable XR1 cells (flat, adherent,
>50 p.m diameter, and within the EM grid locator) were identified with
light microscopy and the location was recorded. Cells were scanned with
200-,um long, 20-p.m leg-width Si3N4 "V" probes (nominal spring constant
k = 0.06 N/m) (Digital Instruments). Probes exhibiting a reflected laser
sum of less than 3.5 V or a geometrically nonuniform reflected laser spot
were rejected (D'Costa and Hoh, 1995). The probe was engaged in a 100x
100 nm scan area over a cell-free region of the glass substrate, providing
a 1:1 coupling ratio between the stylus and the substrate for an accurate
calibration of the cantilever sensitivity. For constant force contact mode
scanning (CMAFM), force versus distance graphs ("force curves") were
obtained, and the piezo control parameters were adjusted to maintain
loading forces of' 1 nN. For tapping mode imaging (TMAFM), the default
engagement force provided the most stable images. Integral and propor-
tional gains were held constant across all experiments (2.0 and 4.0 V,
respectively). To reduce noise that was particularly dominant in the error
signal mode (deflection, amplitude, and phase) data types (Putman et al.,
1992), all cell AFM images were acquired while the glass substrate was
coupled to a 63x objective (Plan-Apo, NA 1.4; Zeiss, Jena, Germany) via
an immersion oil droplet (ne = 1.518; Zeiss).
After the adjustments to the z piezo parameters, the target cell was
moved into the projected scan field with the microscope x-y stage translator
so that the stylus was below the cell (with respect to the field of view) for
scan up acquisitions, or above the cell for scan down acquisitions. The scan
size was successively enlarged from the engagement size (100 nm) to the
full-field size (94-100 p.m), and the applied force setpoint and z piezo
position were adjusted accordingly to maintain initial conditions. For
samples scanned at 5 Hz, the loading force and scan parameter adjustments
were made at 1 Hz, and the scan rate was then increased to 5 Hz
immediately preceding image acquisition.
Single-pass (scan up or scan down) and dual-pass (both scan up and
down) AFM images were acquired at 1-Hz or 5-Hz fast scan rates in either
contact or tapping mode. All 1-Hz images were 100 X 100 p.m scan size,
whereas the 5-Hz images were 94 X 94 (TM) or 96 X 96 p.m (CM),
because of inherent limitations of the piezo at this scan rate. Each image
was acquired at 512 samples per line; thus the fast scan direction speed
ranges from 100 p.m s'- (at 1 Hz) to 480 p.m s-' (at 5 Hz), and the slow
scan direction speed from 0.2 pm s-l (at 1 Hz) to 0.9 p.m s-' (at 5 Hz).
Height and deflection data were collected for CM images, and height,
amplitude, and phase data were collected for TM images. Images were
corrected for warp and bend by a manual planefit (with the glass substrate
as a reference), and all height mode images, except where noted, were
highpass-filtered to enhance edge contrast.
Immediately after AFM imaging, cells were washed three times with
500 p.l of 60% L15, and 1000 p.l of cell culture media (60% L15/10% fetal
calf serum/1% EE) was added, and the dishes were covered and incubated
at ambient conditions.
Cell viability assays
XR1 cells were examined for viability with the LIVE/DEAD EukoLight
assay (Molecular Probes, Eugene, OR). The LIVE/DEAD assay consisted
of two fluorophores, calcein-AM (calcein) and ethidium homodimer-1
(EthD-l). Calcein-AM was membrane-permeant, and upon entry into the
cytoplasm the acetoxy-methyl group was cleaved by nonspecific esterases,
yielding formaldehyde and the calcein fluorophore, which was visualized
with a Zeiss 09 filter set (BP 450-490 nm excitation, FT 510 nm, LP 520
nm emission; hereafter, 488 nm). EthD-l, on the other hand, was excluded
from cells that had an intact cell membrane, and only entered cells with
damaged or compromised cell membranes. Upon entry into a cell, EthD- 1
diffused to the nucleus and intercalated in the minor groove of dsDNA,
becoming fluorescently enhanced. EthD-l was visualized with a Zeiss 15
filter set (BP 546/12 nm excitation, FT 580, LP 590 nm emission; hereafter,
529 nm).
To determine a linear working range of concentrations for the fluoro-
phores, XRI cell suspensions were distributed in 96-well plates, and
methanol (100%) was added to 48 wells to kill cells and provide a positive
dead cell assay. The LIVE/DEAD fluorophores were added in a serial
dilution series to the wells, and fluorescence was quantified in a microtiter
plate reader (FluoroSkan II v3.1; TiterTek). The linear range for both
components of the LIVE/DEAD EukoLight assay on XRI glial cells was
determined to lie between 1 and 10 p.M. For XRI cells grown in culture
dishes, positive controls of cell death were prepared by adding digitonin
(50 mM stock,-1 mM final; Sigma) to the culture media, either concur-
rently with calcein-AM or after the live cell assay was completed.
At 24 or 48 h after AFM imaging, cell cultures were washed three times
with 60% L15. Equal volumes (250 p.l) of each 2X indicator solution
(calcein-AM and EthD-1, both 8 p.M, in 60% L15) were added to each
culture dish. These preparations were incubated in a dark chamber for 10
min at room temperature, were washed three times with 60% L15, and a
final volume of 1000 p.l of fresh 60% L15 media was added.
To collect LIVE/DEAD cell viability data, epifluorescence microscopy
was done as follows. AFM-imaged cells were located in the EM grid
system and examined under four epifluorescence conditions: 1) 25x (total
magnification; Zeiss lOx Neo-Fluar), 488-nm filter set exposure, which
provided viable cell control data from neighboring non-AFM scanned
cells; 2) 25 X, 529-nm filter set exposure, which provided nonviable cell
control data; 3) 100X (Zeiss 40X Neo-Fluar), 488-nm filter set exposure,
for examination of AFM-scanned cell viability; and 4) 100X, 529-nm filter
set exposure for examination of AFM-scanned cell death. Photodynamic
toxicity was a major issue with the calcein fluorophore, and thus cells were
limited to two exposures at 488-nm conditions. Optimal camera back
shutter settings (determined from a bracketing series) for Kodak Ekta-
chrome Elite II 400 slide film and Kodak Gold 400 print film were 1-2 s
for the 488-nm exposures and 0.25 s for the 529-nm exposures. However,
488-nm filter set exposures were generally acquired in the shutter-priority
mode (variable shutter speed, dependent upon the available light) with
full-field metered matrix exposure control (Nikon 6006, Tokyo, Japan),
because total fluorescence varied from sample to sample. Five control
sample dishes were prepared for the LIVE/DEAD assay in the same
fashion, but photomicrographs were only acquired at 100X, for both
488-nm and 529-nm filter sets.
Confocal scanning laser microscopy
After each AFM cell imaging session, the probe was transferred to a
storage container, and a sufficient volume of 60% L15 was added to cover
the entire probe and cantilever substrate. To accurately position the tip for
examination by CSLM, the probe was remounted in the AFM fluid cell and
placed onto the BioScope scanner. A clean, sterile, custom-made culture
dish was placed in the stage sample holder, and 1000 p.l of ultrapure H20
was added to the dish. The probe tip was centered in the field of view,
engaged with the glass coverslip at a scan size of 100 X 100 nm, then
immediately withdrawn to a distance of --10-25 p.m.
For each probe examined by CSLM (Odyssey; Noran Instruments,
Middleton, WI), a confocal reflected image (63X, NA = 1.4, Zeiss
Neo-Fluar objective, 217X total magnification, pinhole size 9-10 p.m) was
first acquired. Next, 5 p.l of ice-cold FM 1-43 (1 mM stock, 5 p.M final;
Molecular Probes, Eugene, OR) was added to the water in the culture dish,
and after a 10-min incubation a confocal fluorescence image (488 ± 1.1
nm excitation; 515-nm LP barrier filter, rejection at 488 nm = 4 X lo4
100-p.m slit) was acquired from the same focal plane as the reflected
image. Because the imaging software uses rectangular pixels rather than
square pixels, all CSLM images were aspect ratio corrected with the
imaging software (Image- 1; Universal Imaging Corporation, West Chester,
PA) before transfer to a Macintosh computer for compositing. CSLM
images were composited in Photoshop (v 3.0.5; Adobe, Mountain View,
CA) as follows. Tonal corrections were applied to raw images, then the
images were changed to indexed color mode. A custom gold ramp color
look-up table (CLUT) was applied to the reflected images (AFM probe
data), whereas a custom green ramp CLUT was applied to the fluorescent
images (FM 1-43 data). The images were then changed to RGB mode, and
corresponding reflected and fluorescent data were copied to separate layers
in a new file and brought into register. The reflected image data were left
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in "normal" layer mode, and the fluorescent image data were set to
"screen" layer mode at 100% opacity. The composited files were then
flattened and saved in TIFF format for output.
Video microscopy
Bright-field videomicroscopy of the AFM imaging of XRl cells was
captured to VHS or S-VHS video (AG-1970 VCR; Panasonic, Seacaucus,
NJ) through a color CCD (XC-999; Sony, Tokyo, Japan) attached to the
side port of the Axiovert 135 portion of the BioScope. Videos were
digitized with a MoviePak Pro Suite (RasterOps, Waco, TX) to a Macin-
tosh 7100/66 PowerPC. Digital video was processed, composited, and
output to digital video, analog video, and single frame file series with
Premiere (v4.21; Adobe).
RESULTS AND DISCUSSION
AFM imaging and cell viability
We first performed cell viability assays on XRI cell suspensions with the
LIVE/DEAD EukoLight protocol to determine characteristic results of the
assays and to determine the linear concentration range for each of the
fluorophores. The linear concentration range in XR1 glial cells for both
calcein-AM (calcein) and ethidium homodimer-l (EthD-l) is 1-10 J,M
(data not shown). We next verified the efficacy of these concentration
ranges on XR1 cells grown in the custom-made culture dishes. For positive
controls of cell death, XR1 cells in culture were killed by the addition of
50mM digitonin. Fig. 1, a-c, shows a bright-field micrograph ofXR1 cells
in culture and representative epifluorescence microscopy results of the cell
viability assays on XRI cells in culture. An added value of the "live" assay
is that the entire expanse of the cell is visualized because the calcein
fluorophore is distributed throughout the cytoplasm and is not quickly
compartmentalized, providing complementary morphological data.
AFM imaging of XRl cells with the BioScope proved abstruse at first,
because of the inverted nature of the AFM scanner-with the BioScope
AFM the probe, rather than the specimen, is scanned in the x,y,z axes. This
design permits coaxial observation of the specimen, but in our case-live
XRl cells grown on custom culture dishes-noise artifacts initially masked
the authentic error signal data (deflection data in contact mode, amplitude
FIGURE 1 XRI cell characteristics. (a) Light micrograph of XRI cells
in culture. (b,c) Representative results from LIVE/DEAD EukoLight assay.
(b) A fluorescence micrograph of XRI cell viability, evidenced by non-
specific esterase activity required to cleave calcein-AM. Cell margins are
visible because of distribution of the fluorophore throughout the cytoplasm.
(c) Digitonin-induced cell death, indicated by entrance of ethidium ho-
modimer-I into the cell and subsequent fluorescence enhancement upon
binding of DNA. (d) Fluorescence micrograph of photodynamic effects and
blebbing (arrowheads) induced by prolonged exposure to 488-nm excita-
tion. Scale bars = 25 ,um.
and phase data in tapping mode). Analysis of a Fourier transform of a
"noisy" error signal data set revealed that the noise signals were discrete
from the sample's true error signal data and could be removed in Fourier
space (Fig. 2; also see Fig. 5 k). These limitations were readily overcome
by coupling the glass coverslip to an oil immersion objective, indicating
that this noise was probably generated by sympathetic vibrations of the
glass coverslip in the custom-made culture dish.
To determine if the cell membrane was compromised or disrupted
during the AFM imaging process, we initially carried out simultaneous
AFM and LIVE/DEAD EukoLight assays. If the cell membrane is struc-
turally or physiologically compromised by the AFM scanning process, the
EthD- 1 fluorophore could enter the cell, diffuse to the nucleus and bind to
DNA, and undergo fluorescence enhancement. In the initial protocol,
calcein and EthD-1 fluorophores were added to the culture medium im-
mediately before AFM imaging. EthD-l fluorescence was not detectable
during AFM scanning; however, these results must be cautiously inter-
preted in light of two considerations: 1) EthD-l fluorescence transmission
may have been reduced because of the presence of a 650-nm cutoff filter
(Omega Optical, Brattleboro, VT) in the light path to reduce scattered
AFM laser light; and 2) the time courses for membrane penetration or
disruption by the stylus and for the diffusion constant of EthD-l may not
be comparable. Unfortunately, repeated excitations of the calcein fluoro-
phore caused photodynamic effects that led to blebbing in the XRI cells,
followed by cell death (see Fig. 1 d). Further tests on the photodynamic
phenomena in XRI cells established that we were limited to two or three
FIGURE 2 Removal of noise artifacts from error signal mode AFM data.
(a) Highpass-filtered AFM height image of a live XR1 cell with contact-
mode AFM at 1.0-Hz fast scan rate. The flat area over the nuclear region
(clipped data) indicates that the z piezo had reached a maximum travel
distance; thus the cell is being imaged in the "constant height" (variable
force) mode over this region. (b) Original error signal (deflection) data,
dominated by noise artifacts. Some larger authentic sample features are
apparent, but detail is masked by the noise components. (c) FFT analysis
of error signal data in b, in which noise components are seen as predom-
inantly vertical patterns. The white box indicates the region of passband
filtering. (d) Resultant error signal data after inverse FF17 with passband
filtering from c. Detail is now revealed, with no masking of image features
by the noise. The flat region over the nucleus seen in a is not as apparent
because the error signal mode data are generated from pixel-to-pixel
changes in height, which are minimal when the z piezo is at a maximum (or
minimum). The noise components were reduced by coupling the sample
culture dish to an oil objective on the light microscope. Scale bar = 10 ,um.
z scale = 2 ,tm.
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brief exposures ('5 s) at 488-nm wavelength excitation before blebbing
and lethal effects occurred. The photodynamic effects were not present
with excitation of the calcein fluorophore at 529 nm, nor were they present
with excitation of EthD-1 at either 488 nm or 529 nm (data not shown).
Because continual epifluorescence observations of XR1 cells in the
presence of both fluorophores were precluded by the lethal photodynamic
effects of the excited calcein fluorophore, we designed two alternative
protocols for the remaining experiments: 1) AFM imaging in cell culture
medium only, followed by the 2-fluorophore LIVE/DEAD cell viability
assay at fixed time intervals after single- or dual-pass AFM scanning; and
2) AFM imaging of XR1 cells in medium containing EthD-1-1 only,
followed by epifluoresence examination. Cells that were examined in
ethidium-containing media were also assayed for cell viability at 48 h
postscan. The first protocol was advantageous, allowing inspection of
neighboring control (non-AFM-scanned) cells, whereas this was not pos-
sible during simultaneous AFM imaging and LIVE/DEAD assays, because
the field of view in the optical microscope was limited to one or two cells
by the 63X objective.
XR1 cells imaged in fluorophore-free media with constant-force con-
tact-mode AFM at 1-Hz fast scan rate and 100 X 100 p.m scan size (fast
scan rate = 100 ,.m s-') were assayed for cell viability and cell death at
various postscan times (5-190 min) and disclosed no evidence of cell death
(Table 1). We believed that AFM-imaged cells may have survived longer
in culture, potentially for days, and thus repeated XR1 cell imaging with
the same scan parameters and examined the cells 18-24 h postscan. Cell
viability was not significantly affected by AFM imaging when compared to
neighboring non-AFM-scanned control cells, or to sham control cells
(Table 1).
Because live cells have been imaged by AFM for up to 44 h at scan rates
of 3-5 Hz with indications that these cells were still viable at the end of the
imaging process (Hoh and Schoenenberger, 1994; Schoenenberger and
Hoh, 1994), we modified our protocol to examine the cells at 48 h
postimaging. To directly compare our data with those previously reported,
contact-mode AFM images were now acquired at both 1-Hz and 5-Hz scan
rates. Furthermore, because tapping-mode AFM reduces lateral interac-
tions with the sample (Putman, 1994), we likewise acquired TMAFM
images at 1-Hz and 5-Hz scan rates to compare effects on XR1 cell
viability between CMAFM and TMAFM.
Fig. 3 presents highpass-filtered height mode data for both contact-
mode and tapping-mode AFM images of live XR1 cells in culture and the
corresponding cell viability assay results for the 48-h postscan assays. The
left column of panels shows BioScope AFM images of live XR1 cells in
culture. Cytoskeletal elements (arrowheads) were seen in all of the AFM
images, although tapping mode in general tended to reveal less of the
cytoskeletal details, compared to contact mode under identical imaging
parameters; this effect was presumably due to reduced loading forces on
the sample in TMAFM. The corresponding LIVE/DEAD EukoLight assays
shown in the right columns of the panels indicated that nonspecific ester-
ases were active 48 h after AFM imaging of live XR1 cells in culture,
indicating that AFM imaging of live cells does not disrupt this biochemical
process. Comparison of cell margins and morphology in AFM images with
those revealed during the cell viability assays indicate that XRl cells
TABLE I XR1 cell viability assay results
AFM mode and fast scan rate
Postimage Contact Tapping mode
time Control 1.0 Hz 5.0 Hz 1.0 Hz 5.0 Hz
24 h
Live 3312* 3 - 10
Dead 5 0 2
48 h
Live 541 18 18 11 11
Dead 8 0 0 0 0
*Number of cells.
continued to undergo changes in shape and size during and after the
experimental procedures, providing additional evidence for cell viability.
Because EthD-1 was excluded from these AFM-imaged cells (data not
shown), we believe that the cell membrane is structurally intact after AFM
imaging, and furthermore, that all functions related to cell membrane
integrity are also preserved or compensated for during AFM imaging of
live cells.
Although these data strongly support cell membrane integrity during
AFM imaging of live cells, we repeated the AFM imaging protocols with
culture medium containing only the ethidium homodimer- 1 fluorophore to
investigate the possibility of transient membrane disruptions during imag-
ing. In the eight cells examined (two each for CMAFM 1 Hz or 5 Hz,
TMAFM 1 Hz or 5 Hz), EthD- 1 fluorescence was not detectable immedi-
ately after AFM imaging, and moreover, each imaged cell was viable at
48 h postscan, as evidenced by a positive calcein fluorescence (data not
shown). Taken together, these data indicate that single- or dual-pass AFM
imaging did not affect XR1 cell viability for a period of up to 48 h
postscanning.
Tip-membrane interactions
Despite the evidence that AFM imaging did not compromise XR1 cell
viability in culture, there were indications of acute, transient interactions
between the AFM probe and the cell, especially between the stylus tip and
the cell membrane. The coaxial nature of the BioScope allowed us to
observe the cell with light microscopy during AFM and to acquire real-
time video of the probe-cell interactions during the AFM scanning process.
The most apparent probe-membrane interactions appeared as pushing and
pulling or jiggling of the cell and occurred when the probe was passing
over the tallest parts of the cell, namely, while imaging over the nucleus.
These findings agree with those of Schoenenberger and Hoh, who reported
gross displacement of the nucleus of MDCK cells by the tip during AFM
imaging (Schoenenberger and Hoh, 1994). Occasionally an apparent
spreading or parting of the membrane was visible, similar to a plow going
through a mound of dirt. Interestingly, these same interactions were present
in both contact-mode and tapping-mode imaging, although the effects were
more pronounced in contact mode for equivalent imaging parameters (i.e.,
scan size, scan rate, setpoint).
Fig. 4 a presents a bright-field videomicroscopy time-lapsed series from
an AFM scan during which the cell was torn and subsequently removed
from the substrate. Conspicuous probe-membrane interactions occurred as
the probe passed over the nucleus, and most notably, portions of the cell
membrane actually adhered to the probe. In this AFM scan the cell
membrane formed two stringlike attachments to the probe-one to the
stylus and the other to the upper leg of the cantilever (Fig. 4, a4-a8). These
stringlike "trailers" tracked the movement as the probe was scanned in the
x, y raster pattern and remained attached throughout the scanning process,
even as the cell was torn away from the substrate. The trailer adhering to
the probe stylus was present from the initiation of the scan and probably
attached to the stylus during probe engagement. The trailer adhering to the
upper leg of the cantilever attached as the leading edge of the cantilever leg
first encountered the nuclear area of the cell (a QuickTime movie of these
events is available at the Biophysical Journal WWW and FTP sites).
While the AFM probe scanned over the nuclear region of this same cell,
the nucleus and surrounding structures were pushed en masse by the probe
during the trace portion of the scan (Fig. 4 b). During the retrace, these
structures adhered to the probe and were pulled past their original location
to a point at which the viscoelastic forces of the cell were greater than the
attractive forces of the probe. At this point, the nuclear structures recoiled
from the probe and came to rest at a position slightly closer to the
undamaged side of the cell. The resultant AFM image indicates that the
nuclear portion of this XR1 cell had been completely removed, and yet the
cytoplasmic regions appear to remain intact and adherent to the substrate
(Fig. 5 k). An FM 1-43 assay of the probe from this scan reveals that the
probe stylus and the entire expanse of the cantilever were coated with
membrane components from this cell (Fig. 5 1).
Noticeable probe-cell interactions in bright-field microscopy generally
correlated with less resolved and lower quality AFM images, and thus we
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FIGURE 3 AFM images and cell via-
bility assay fluorescence photomicro-
graphs of live XRl cells in culture. Im-
age pairs represent AFM images (left)
and corresponding cell viability assays
(right). All AFM images are highpass-
filtered height. Fluorescence photomi-
crographs were taken 48 h post-AFM
scanning and show live cell assay (cal-
cein) results. The asterisk indicates the
cell corresponding to the AFM image.
The respective dead cell assays were all
negative and thus are not shown. (a)
Contact mode AFM image, 1.0-Hz fast
scan rate. Prominent cytoskeletal ele-
ments (closed arrowheads) are revealed
by contact mode imaging. Contacts with
neighboring cells are seen in the left half
of the image. These neighboring cells
were also imaged by AFM and are seen
in the corresponding live cell assay pho-
tomicrograph. (c) TappingMode AFM
image, 1.0-Hz fast scan rate. The cy-
toskeletal elements (closed arrowheads)
are not as prominent, compared to the
contact mode image acquired at 1.0 Hz,
and the nucleus is not as tall. This cell
has a characteristic elongated, spread-
out appearance and may represent a cell
that is about to undergo mitosis; the
open arrowhead indicates a structure
that is conceivably a centriole. (e) Con-
tact-mode AFM image, 5.0-Hz fast scan
rate. Cytoskeletal elements are not as
prominent, compared to the contact
mode image acquired at 1.0 Hz, but the
cell margins are more prominent. (g)
Tapping-mode AFM image, 5.0-Hz scan
rate. The cytoskeletal elements are least
visible with these parameters, but there
are conspicuous probe-sample interac-
tion artifacts over the nuclear region of
the cell. These artifacts appear as peaked
structures that are oriented in the fast
scan trace direction. Scales: AFM, bar =
10 Am, z = 2 ,tm; photomicrographs,
bar = 25 ,tm.
propose that AFM image quality can provide an initial indicator for the
magnitude of probe-cell interaction, much as the AFM image quality of
DNA samples serves as an indicator of probe-sample interactions (Vesenka
et al., 1993).
Because AFM probes occasionally acquired visible membrane "trailers"
and because the interactions between the Si3N4 probe stylus and the cell
membrane have not been well documented, we wondered whether there
was measurable membrane accumulation on the probe during AFM imag-
ing. To this end we used FM 1-43, a fluorophore that intercalates between
the hydrophobic tails of phospholipids and that has been used to monitor
vesicle cycling in neurons (Betz and Bewick, 1992; Betz et al., 1992a,b;
Meffert et al., 1994), to examine AFM probes from the cell-scanning
experiments and report whether membrane accumulated on the probes. Fig.
5 is a gallery of composite AFM probe images (in which the FM 1-43
--------
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FIGURE 4 AFM probe-cell membrane interactions and membrane attachment to AFM probe. Each panel in these time-lapsed series is an individual
frame capture (1/15 s interval between frames, every other frame from 30 fps) from a videomicrograph of an AFM imaging session. Contrast was enhanced
globally in each frame to reveal detail. (aJ-a8) Attachment of cell membrane to AFM probe during AFM imaging. AFM parameters: tapping mode, 5.0-Hz
fast scan rate, slow scan direction = up. The nucleus of this XRI glial cell is in the upper center of the field, delimited by a darker margin. As the probe
scanned from the left to right (retrace), a stringlike portion of cell membrane attached to the upper cantilever leg (down arrow). As the probe moved away
from the nucleus, this membranous attachment became more well defined, and did not release from the probe. In frame a8 a less well-defined attachment
of membrane to the probe stylus becomes apparent (arrowhead). This attachment also tracked the probe movement and did not release from the probe stylus.
See Fig. 5 k for the AFM image of this XR1 cell. (bl-b8) Removal of nuclear area of an XRI cell during AFM imaging. Panels bl-b8 are a continuation
of the time-lapsed series as the AFM probe scans over the nuclear region of the cell. The nucleus is located in the upper portion of each frame, but in bi
the nucleus has been displaced to the left of the frame (compare to al). The nucleus tracked the probe until the elastic recoil force of the nucleus was greater
than the attractive force of the probe, and the nucleus released and recoiled from the probe (b5). As the probe moved away from the recoiled nucleus, a
thin membranous attachment to the probe became evident (arrow). The resulting AFM image is shown in Fig. 5 k. The nuclear area of this cell has been
completely removed, yet the surrounding cytoplasmic areas remained intact. The upper half of the scan is less resolved, presumably because of an increased
effective stylus radius as membrane accumulated on the probe. A heavy accumulation of membrane on the probe is revealed by FM 1-43 staining and
confocal microscopy (Fig. 5 1).
fluorescence image is overlaid on a reflected image; see Materials and
Methods) and the corresponding AFM image of the cell. In both contact-
mode and tapping-mode AFM images, membrane accumulated on the
stylus, sometimes to a qualitatively greater extent on the stylus face leading
the slow scan direction (indicated by arrows). Membrane accumulation on
the probes used in tapping-mode imaging occurred generally in more
punctate patterns (c,d and g,h), correlating with reduced lateral interaction
between the probe and the cell membrane, whereas membrane accumula-
tion on probes used in contact mode imaging often showed larger patchy
patterns (a,b and e,j). Membrane accumulation on probes occurred even
during optimal scanning conditions (i.e., high resolution obtained with
minimal loading forces and no apparent visible probe-cell interactions), as
Fig. 5 j shows. A prominent membrane accumulation occurred on the lower
leg of the cantilever, with a thin extension of membrane connecting to the
patchy deposit of membrane on the stylus, and yet the AFM image does not
reveal flagrant damage to the cell. There was no correlation in the data
between cell height (1.5-4.5 ,im) and the amount or pattern of lipid accumu-
lation, or between scan parameters or scan mode and lipid accumulation.
For control data in the FM 1-43 assays, new AFM probes were scanned
over either uncoated glass coverslips or cell-free ECL-coated glass cover-
slips, or repeated "force curves" were taken over cytoplasmic and nuclear
areas of live XRI cells in culture. FM 1-43 fluorescence assays on all
1.
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FIGURE 5 FM 1-43 fluorescence reveals membrane components on AFM probes used in live cell scans. Image pairs are AFM (left) and composite
confocal laser scanning microscopy (CSLM) FM 1-43 fluorescence assays (right). (a,b) AFM, Contact mode, 1.0-Hz fast scan rate, slow scan direction =
up; prominent cytoskeleton, tall nuclear area, distinct cell margins. CSLM, The probe stylus was fully covered with membrane components, as were the
edges of the cantilever legs. (c,d) AFM, Tapping mode, 1.0-Hz fast scan rate, slow scan direction = down; this cell has the characteristic appearance of
a cell that may be entering mitosis-elongated, spread-out cytoplasm, shorter nuclear height. CSLM, Membrane components accumulated in a more
punctate pattern, compared to contact mode. (ef) AFM, Contact mode, 5.0-Hz fast scan rate, slow scan direction = up + down; cytoskeletal elements are
less prominent than at a 1.0-Hz scan rate. CSLM, Membrane accumulations are intermediate, between patchy and punctate. (g,h) AFM, Tapping mode,
5.0-Hz fast scan rate, slow scan direction = up; few cytoskeletal elements are visible, and the image is generally "soft," because it was imaged with the
minimum applied vertical force needed to form a resolved image. CSLM, Membrane accumulation is still punctate, but approaching a patchy pattern;
significant accumulations occurred along the cantilever legs, probably because of tall cell nuclear area. (i,j) AFM, Contact mode, 10-Hz fast scan rate, slow
scan direction = down; this is a large cell, filling the entire image field, cytoskeletal elements are not as conspicuous as in a, even with the same imaging
parameters; the original AFM image was filtered in Fourier space to remove a strong noise component-the sample vibrations causing the noise may have
been related to the considerable probe-membrane interactions. CSLM, There is a large accumulation of membrane along the leading edge of the cantilever;
this deposit is attached to the patchy accumulation on the stylus by a strand of membrane. (k,l) AFM, Tapping mode, 5.0-Hz fast scan rate, slow scan
direction = up; the nuclear region of this cell was excised by the AFM probe during imaging (see Fig. 4), but the cytoplasmic area remained attached to
the substrate. CSLM, The entire probe (stylus and cantilever) is covered with membrane, confirming the substantial interaction between the probe and the
cell membrane. Scale bars = 10 ,um.
probes from these controls were negative (data not shown). The control
data suggest that either the brief dwell time or the vertical interaction
between the probe and cell membrane during force curves may not be
sufficient to produce membrane transfer to the probe. Combining these
findings with those of reduced membrane accumulations on the probe
during TMAFM, we speculate that lateral interactions between the probe
and cell membrane are the major determinant of membrane transfer to
AFM probe tips during imaging of live cells.
CONCLUSION
With the LIVE/DEAD EukoLight assay, which affords
rapid and specific determination of biochemical cell viabil-
ity and physical and physiological membrane integrity, we
provide evidence that single- and dual-pass scanning in both
contact-mode and tapping-mode AFM imaging of live XR1
cells is not deleterious to cell viability or cell membrane
integrity for up to 48 h postscanning. An extension of these
results will be to perform continuous AFM scanning for
varied durations and then examine cell viability to determine
the limitations, if any, upon AFM scanning of live cells.
Although the results from the cell viability assays are
encouraging for the future of biological AFM of live cells,
it should be noted that there are substantial interactions
r =
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between the AFM probe and the cell membrane that lead to
membrane accumulation on the probe tip, even during "ideal"
imaging conditions. In some cases the membrane accumu-
lation appeared to slightly favor the slow scan direction face
of the pyramidal stylus, although our results are strictly
qualitative and require further corroboration. Identification
of the membrane components in the probe accumulations
could provide further insight into the "penetration" versus
"draping" models, in that phospholipid composition often
varies between the membrane inner and outer leaflets. Fur-
thermore, it is important to determine whether the mem-
brane accumulations on the probe are due to adsorption or to
other phenomena.
Our evidence for the prolonged viability of XRI cells in
culture after AFM imaging further supports the application
of AFM to the study of live cells and specimens, but also
points out limitations of current methods. The controllable,
precise nature of the AFM should facilitate the selective
introduction of materials into living cells, for example,
controlled injection of transforming vectors directly over
the nuclear area of a eukaryotic cell. These same AFM
characteristics, combined with the directed deposition or
accumulation of specific materials on an AFM probe tip,
may lead to the controlled rearrangement of membrane
components, such as receptors and channels, or may
facilitate directed insertion of exogenous components
into the membrane, circumventing host cell expression of
the constituent.
Finally, establishing the viability of cells in culture for
extended periods after AFM imaging provides the founda-
tion for extended AFM time course studies of live samples,
examples of which include developmental processes, such
as neurite targeting and outgrowth; exocytotic and endocy-
totic processes, such as synaptic vesicle fusion, or receptor-
mediated endocytosis (RME); and localization and mapping
of receptors and receptor clustering in vitro.
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